Development of x-ray phase contrast imaging applications with a laboratory scale source have been limited by the long exposure time needed to obtain one image. We demonstrate, using the Betatron x-ray radiation produced when electrons are accelerated and wiggled in the laser-wakefield cavity, that a high quality phase contrast image of a complex object (here, a bee), located in air, can be obtained with a single laser shot. The Betatron x-ray source used in this proof of principle experiment has a source diameter of 1.7 µm and produces a synchrotron spectrum with critical energy Ec = 12.3 ± 2.5 keV and 10 9 photons per shot in the whole spectrum.
Laser-based phase contrast x-ray imaging is a particularly attractive application of high-power laser systems for users in the biomedical field. This is especially true with the in-line geometry where no x-ray optics is necessary, which keeps the experiment relatively simple. This is realized when an object is observed in the near field Fresnel diffraction regime. To do so, a sufficiently small x-ray source is needed to provide x-ray radiation with high spatial coherence, and the observation detector needs to be placed at an appropriate distance behind the sample. The resulting image contains information on both the imaginary and the real x-ray refractive index of the object: the former corresponds to the standard x-ray radiography absorption imaging, while the latter is related to the radiation phase shift. Steep index transitions encountered by the x-ray beam in the object correspond to phase gradients, causing interferences and image intensity modulations that improve the object interface contrast resolution compared to standard absorption x-ray imaging.
The in-line phase contrast imaging in the Fresnel diffraction regime has first been studied using micro-focal x-ray tubes [1] . This technique has also been demonstrated with synchrotron machines [2] , Kα laser plasma x-ray source [3, 4] and Compton x-ray sources [5] .
One practical application of phase contrast imaging is small animal cancer models in vivo micro Computed Tomography (µ − CT ). The scan duration must be limited due to constraints with the animal anaesthesia to less than 10's of minutes. Thus, it is essential to attain a high and stable x-ray flux while keeping the x-ray source small. Using micro-focal x-ray tubes, the x-ray flux is reduced and it takes up to 10's of minutes to obtain one phase contrast image. In laser-based experiments using a Kα x-ray source, a tomographic scan would take more than one hour as the source emission is isotropic. Synchrotron radiation sources can produce a monochromatic collimated beam of high brightness, allowing improved phase contrast imaging measurements to be made at relatively large distances but the access time to such large facilities is limited. More recently, Compton x-ray source have demonstrated single shot phase contrast imaging but this also relies on the use of a large facility [5] .
High-intensity lasers can produce a femtosecond hard x-ray pulse by a more efficient process. Betatron x-ray beams can be generated when an intense femtosecond laser pulse, focused onto a gas jet target, interacts with the instantaneously created under-dense plasma and excites a wakefield wave in which electrons are trapped and accelerated to high energies in short distances. These trapped electrons incur Betatron oscillations across the propagation axis and emit x-ray photons [6] .
The Betatron x-ray beam is broadband, collimated within tens of milliradians with femtosecond duration. Its characteristics have been described in several recent experiments [7, 8] . Until now, the limited energy and brightness of this x-ray beam forced all experiments to operate under vacuum and limited imaging to simple objects, such as edges, to assess the x-ray beam properties.
In this Letter, we present what we believe to be the first demonstration of phase contrast imaging obtained in a single laser shot and in air. We confirm the potential of Betatron x-ray radiation for femtosecond phase contrast imaging by characterizing the x-ray source using nylon wires for calibration. We then demonstrate its feasibility by obtaining a phase contrast image of a bee in one single laser shot.
In a laser-plasma accelerator, electrons are accelerated longitudinally and wiggled transversally by the electromagnetic wakefields. Experiments [6] have shown that Betatron oscillations occur in the wiggler regime. The integrated radiation spectrum dI/dω is similar to that produced by synchrotrons, characterized by its critical energy
is a modified Bessel function of the second kind.
The measurements have been performed at the Advanced Laser Light Source (ALLS) facility at INRS-EMT, using a Ti:sapphire laser operating at 10 Hz. width at half maximum (FWHM) duration of 30 fs (80 TW) and linear polarization. The laser pulse was focused onto a supersonic helium gas jet. In the focal plane, the FWHM spot size was 18 µm with 50% of the total energy contained within an area limited by the 1/e 2 radius. This corresponds to a laser intensity of 5 × 10 18 W.cm −2 and a normalized vector potential amplitude of a 0 = 1.5. For these measurements, we used a 10 mm diameter helium gas jet producing a density profile well defined by a 9-mm-long electron density plateau of n e = 2 × 10 19 cm −3 .
The electron beam produced in the interaction is measured using a permanent magnets spectrometer located inside the vacuum interaction chamber. Results show that electrons are accelerated up to approximately 300 MeV. The x-rays produced by the accelerated electrons were measured by two diagnostics. The x-ray angular profiles were measured using a GdOS:Tb phosphor screen located on the laser propagation axis (the total collection angle was 44 mrad) and recorded using a visible CCD. The measured angular spreads of the x-ray beams were 25 ± 2.3 mrad and 31 ± 5 mrad (FWHM) respectively in the horizontal and the vertical direction (averaged over 10 successive laser shots). The x-ray spectra were measured by photon counting using a deep-depletion x-ray CCD. The details of the measurement procedure have already been described in Ref. [8] . The measurements of electron spectra, x-ray angular profiles and x-ray spectra are obtained simultaneously for every single laser shot. The phosphor used to image the x-ray profile has a hole (corresponding to 8 mrad angle) in its centre to allow the propagation of the x-rays toward the x-ray CCD for photon counting.
The x-ray CCD was placed at a distance of 3.1 m from the source and the signal was attenuated using 1.39 mm thick Al filter. The Betatron x-ray spectrum was determined by averaging the measured signal over eight successive shots to obtain a typical spectrum. We obtained 2.2 × 10 8 photons/0.1% bandwidth/sr/shot at 10 keV. A fit to a synchrotron distribution provides a critical energy E c = 12.3 keV with ±2.5 keV precision. The total number of photons over the whole spectrum, obtained from the synchrotron fit distribution, is N = 10 9 with a confidence interval N = 8.0 − 13.5 × 10 8 (the measured solid angle is used for this calculation). To assess the x-ray source potential for x-ray phase contrast imaging, we correlated the measured diffraction pattern of nylon wires of known diameter, as shown in Fig. 2(a) . This is a single laser shot measurement obtained with the object located at 1.14 m from the x-ray source and the x-ray CCD used for detection. Nylon wires with diameters between 10 and 330 µm were used, all located outside the vacuum chamber (two 0.25 mm Be windows allow us to work in air). The magnification is 2.7, the pixel size is 20 µm, which gives a measurement resolution of 7.4 µm. The x-ray image shows all the wires with the line-out clearly exhibiting the fringes associated with phase contrast imaging. The Fresnel-Kirchoff integral was used in the Fresnel approximation to calculate the diffraction pattern of the 10 µm nylon wire. The fitted synchrotron spectrum, multiplied by the spectral transmission of the absorption filters and the x-ray CCD spectral response is used in the calculation and shown in Fig. 2(b) . In this calculation, the object absorption is considered to be thin which is correct for nylon at the energies considered here. Both measurement and calculation clearly show that using a broadband synchrotron spectrum is not a limitation to observe the first diffraction fringe. The calculation is in good agreement [see Figs. 2(c) and 2(d)] with our measurement when we assume an x-ray source size of 4 µm or smaller (FWHM). The comparison between the calculated diffraction pattern and the measurement is limited by the CCD spatial resolution.
To confirm the x-ray spot size, we used a knife-edge technique. A 1mm diameter Au microball was positioned 15 cm from the x-ray source, coupled to the x-ray CCD located at 3.1 m from the x-ray source, for a magnification of 19.7. The differentiation of the edge spread function obtained from the images yields the line spread func-tion, which is fitted to a Gaussian distribution function. The error associated with the use of a sphere rather than an edge is estimated to be 0.6 µm, smaller than the resolution of 1 µm associated to the pixel size. This measurement yields an x-ray source size of 1.7 µm (FWHM). It is in agreement with previous experimental works [6, 7, 9] .
The effective coherence area A C of the x-ray source can be estimated using the van Cittert-Zernike theorem. From this effective area, we can deduce the coherence length of the x-ray source as l c = √ A c . Assuming 10 keV x-ray radiation, a 1.7µm source diameter and an object located at 1.1 m , we find l c = 9.6 µm. Thus, the x-ray beam is highly suitable to realize phase contrast imaging as the coherence length is similar to what can be obtain with a synchrotron machine with an object located tens of meters from the x-ray source [2] . Figure 3 (a) shows a more complex and thick object: a bee located 94.5 cm from the x-ray source and imaged in air with one single Betatron x-ray pulse. The detector used for this measurement was a GdOS:Tb phosphor with a fiber-optic faceplate coupled to a CCD camera and located 2.51 m from the x-ray source. Compared to direct x-ray CCD detection, the phosphor x-ray absorption optimum energy is higher: 12 keV instead of 5 keV. The CCD is vacuum pumped and isolated from air by the faceplate. In the bee plane, the field of view is 19 × 19 mm 2 and the resolution is 15 µm. The same bee with an accumulation of 13 pulses is shown on Fig.  3(b) . It clearly shows a preservation of the phase contrast imaging with white and black fringes underlining some interfaces of the bee structure.
These images are comparable to measurements made using laser-based Kα x-ray sources where thousand of shots were necessary to realize a picture [3] . We can deduce the contrast C = (H − L)/(H + L), where H and L are the signals from the edge presenting, respectively, the highest and lowest intensity. In single shot, the contrast value is 0.68, while with 13 shots it is reduced to 0.48, for the large fringe corresponding to the line out shown in Fig. 3 . However, very thin details can be observed in single shot, but disappear in multishots because of a loss of resolution. The resolution, limited by the detector in single shot, is increased by a factor 1.4 due to the effective multishot source size (arising from the laser pointing fluctuations). A deconvolution from the detector resolution gives an effective source size of approximately 10-20 µm (FWHM) in multishots.
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